[Haemolytic anaemia following implantation of the mitral annuloplasty ring: a case report].
Haemolytic anaemia following mitral annuloplasty is uncommon as compared with mitral valve replacement procedures. A 67-year-old woman, who underwent mitral annuloplasty and CABG, developed haemolytic anaemia. Echocardiographic examination revealed mitral regurgitation jet colliding with mitral ring. The management of these cases usually demands redo surgery. In the presented case, the direction of mild mitral regurgitant jet with respectfully high velocity contributed significantly to the early postoperative haemolysis. Redo surgery with implantation of bioprosthesis caused withdrawal of intravascular haemolysis.